Pigtail catheter fracture and embolization into the abdominal aorta: an extremely rare angiographic complication.
Coronary angiography is a widely used diagnostic method for coronary artery disease. In clinical practice, although complications of the procedure often involve the vascular access point, there is no previous report of the fracture and embolization of the distal tip of a pigtail catheter. Herein, we present the case of a 51-year-old woman whose left ventriculography was interrupted by fracture of the curved tip of a pigtail catheter, which remained at the renal artery level in the abdominal aorta.